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Fabrication methods for the development of multiplexed immunoassay platforms

primarily depend on the individual functionalization of reaction chambers to

achieve a heterogeneous reacting substrate composition, which increases the

overall manufacturing time and cost. Here, we describe a new type of low-cost

fabrication method for a scalable immunoassay platform based on cotton threads.

The manufacturing process involves the fabrication of functionalized fibers and the

arrangement of these fibers into a bundle; this bundle is then sectioned to make

microarray-like particles with a predefined surface architecture. With these

sections, composed of heterogeneous thread fragments with different types of

antibodies, we demonstrated quantitative and 7-plex immunoassays. We expect

that this methodology will prove to be a versatile, low-cost, and highly scalable

method for the fabrication of multiplexed bioassay platforms. VC 2015
AIP Publishing LLC. [http://dx.doi.org/10.1063/1.4927590]

INTRODUCTION

For many diagnostic, drug development, and biomedical research applications, the simulta-

neous analysis of large numbers of biomolecules in small sample volumes with high-throughput

has traditionally been accomplished using novel technologies, such as surface-based microar-

rays1–9 and bead-based suspensions.10–17 These platforms adopt miniaturized, multiplexed and

parallel processing and detection methods, and several technologies that immobilize surface

binding molecules, such as DNA18–22 or protein,6–9,23,24 have been successfully developed.

The platforms developed to date have achieved reductions in cost while excluding complex

instrumentation for multiplexed bioassays.

However, for inexpensive commercial kits and point-of-care diagnostics, platforms that uti-

lize cheap and widely available materials such as cotton, paper, and thread have been proven to

be more desirable. It has been shown in many previous works that capillaries in these fiber

meshes enables pump-less lateral flow that can replace conventional lab-based microfluidic

systems involving soft lithography and pump devices. In case of thread platforms, various

circuit functions such as fluid splitting, merging, and mixing were demonstrated as well as

immunoassays.25–32 Recently, Zhou et al.33 demonstrated a colorimetric immunoassay on

threads and provided evidence that thread platforms are capable of quantitative high-sensitivity

assays. Noticeably, they performed multiplexed reactions by knotting the thread channels

together. This multiplexing capacity is an important factor for cost-effective and time-efficient
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assay and is usually preferred to be maximized. A number of reports introduced inexpensive

fabrication methods that enable multiplexed assays using hydrophobic-hydrophilic patterned

cotton,34 craft punch patterned paper,35 or wax-printed paper.36 However, previous methods for

multiplexing thread immunoassays have potential concerns regarding reproducibility and flow

uniformity when increasing the multiplexing number, or in other words, the number of woven

threads per knot. Conclusively, a more scalable multiplexing method would be desirable.

Herein, we report a simple and scalable method for high-throughput fabrication of multi-

plexed bioassay platforms. In this platform, a particle-like array is composed of multiple assay

compartments made of fiber. Each assay compartment contains fibers functionalized with

capture antibodies against target analyte to be quantified, thus a fiber-based multiplexed immu-

noassay. The fabrication process involves antibody-functionalizing individual fiber, arranging

multiple types of functionalized fibers into a bundle, and slicing the bundle into sections. These

sections are particle-like arrays containing multiple assay compartments and thus enable multi-

plexed immunoassay on cheap fiber matrices. Among many types of fiber matrices, we chose

cotton threads because they are cheap, widely available, compatible with many biological mate-

rials, and have dense micro-capillaries desirable for surface chemistry.25–31 In this meso-scale

particle-like array, individual spots are covered with distinct probes by selective surface-

modification. Also, the number, size, and arrangement of separate spots on an array are readily

designable during the bundling process to meet the user’s specifications. Using this platform,

we performed cytokine profiling with seven cytokines in a singleplex and multiplex manner.

EXPERIMENT

Materials and reagents

Reagents including Bovin serum albumin (BSA), (3-aminopropyl)triethoxysilane

(APTES)> 98%, Succinic anhydride (SA)> 99%, and Triethylamine (TEA)> 99.5% were pur-

chased from Sigma Aldrich. Other chemicals and solvents including N-Hydroxysulfosuccinimide

Sodium (NHS) salt 97%, Absolute ethanol, NN-Dimethylformamide (DMF), and 1-(3-

Dimethylaminopropyl)-3-ethylcarbodiimide hydrochloride (EDC) 98þ% were purchased from Alfa

Aesar. Capture antibodies (cAb), biotin-labelled polyclonal antibodies (dAb), antigens (Ag), and

Alkaline phosphatase (ALP), were purchased from either Millipore, eBioscience, or BD

Bioscience. Specifically, immunoassay sets (capture antibody, antigen, and detection antibody) for

IL-1b, IL-2, IL-5, IL-10, and IL-17A were purchased from eBioscience. Immunoassay set for IL-

7, capture antibody and detection antibody for IL-12 were purchased from BD Bioscience. IL-12

antigen was purchased from Millipore. Product catalog numbers for IL-1b, IL-2, IL-5, IL-7, IL-10,

IL-12, and IL-17A, respectively are as follows. Capture antibody:14-7018, 14-7029-85, 14-7052-

85, 554493, 14-7108-85, 555065, and 14-7178-85; antigen: 14-8018-80, 14-8029-81, 39-8059-65,

554608, 14-8109-80, IL029, and 14-8179-80; detection antibody: 13-7016-85, 13-7028-85,

13-7059-85, 554494, 13-7109-85, 554660, and 13-7179-85. Alkaline phosphatase substrate (alka-

line phosphatase blue) was purchased from Sigma Aldrich. Streptavidin-linked phycoerythrin

(SA-PE) was purchased from ProZyme. [2-(N-morpholino)ethanesulfonic acid] (MES) buffered sa-

line pack was purchased from Thermo Scientific. Chemicals sensitive to moisture, such as NHS

and EDC, was stored in desiccators. Other reagents were stored according to the manufacturer’s

recommendation.

Preparing capture-antibody cross-linked threads

Locally purchased (Dongdaemun shopping complex, Seoul, Korea) 100% pure cotton

threads (cellulose fiber diameter 10–30 lm, thread diameter 625 lm, bleached, no merceriza-

tion) were first treated with O2 plasma and washed with absolute ethanol to introduce more

hydroxyl groups. To our experience, commercial cotton threads that were treated with preserva-

tive chemicals showed lower cross-linking quality. Also since threads dyed with colours

frequently contained unwanted autofluorescence, we only used these as coding threads. Then

for surface amine functionalization threads were mixed with 0.095 g/ml APTES solution
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(prepared in absolute ethanol) and stirred at 25 �C for 2 h. Threads were washed with absolute

ethanol, dried at 110 �C for 10 min, and cooled back to ambient temperature. It is important to

fully dry the threads before further modification. Terminal amine carboxylation was done by

adding carboxylation solution (6 mg SA, 8.4 ll of 7.2M TEA in 1 ml DMF) and stirring at

25 �C for 2 h. Threads were sequentially washed with DMF, absolute alcohol, and MES buf-

fered saline (MES). EDC/NHS-cross-linking solution (5 mg NHS, 5 mg EDC per 1 ml MES)

was then added and stirred at 25 �C for 25min followed by washed with MES. We then spread

the threads on a flat surface and submerge in 14 lg/ml capture antibody solution (prepared in

MES). Finally, threads were refrigerated at 4 �C for solvent evaporation and were either stored

without further modifications or wrapped into bundle particles. Depending on humidity condi-

tion of the laboratory, solvent evaporation can be accelerated by placing the antibody solution-

submerged threads in a mild-condition desiccator. After antibody cross-linking, threads were

incubated with a blocking solution (1% BSA in PBS) for 2 h at 25 �C to block remaining func-

tional groups and prevent non-specific protein binding. The entire time required for producing

antibody-linked threads is approximately 8 h.

Fluorogenic reporter-based immunoassay

Capture antibody cross-linked threads or bundle particles were incubated with

concentration-defined antigen prepared in dilution solution (0.1% BSA in PBS) and stirred at

4 �C for 2–16 h. After washing with washing solution (0.1% BSA, 0.02% Tween 20 in PBS),

threads were incubated with 4 ng/ml biotin-labelled anti-antigen polyclonal antibodies (prepared

in dilution solution) at 25 �C for 1 h and washed with washing solution. Finally, threads were

incubated with SA-PE solution (1 lg/ml SA-PE prepared in dilution solution) for 30 min and

were washed rigorously with washing solution before imaging. We imaged with a 4� lens on

an Olympus microscope and fluorescence emission wavelength filtered at 575 nm–625 nm. After

image stitching, fluorescence intensities were quantified using Image J.

Colorimetric immunoassay

Capture antibody cross-linked threads or bundle particles were incubated with

concentration-defined antigen prepared in dilution solution (0.1% BSA in PBS) and stirred at

4 �C for 2–16 h. After washing with washing solution (0.1% BSA, 0.02% Tween 20 in PBS),

threads were incubated with 4 ng/ml biotin-labelled anti-antigen polyclonal antibodies (prepared

in dilution solution) at 25 �C for 1 h and washed with washing solution. This was followed by

incubation in 5 lg/ml ALP solution (prepared in dilution solution) at 25 �C for 30 min. Threads

or bundle particles were then submerged in 100 ll of ALP substrate (prepared as the manufac-

turer’s description) for precisely 8 min. Right after incubation, they were put on a flat surface

and imaged under a loupe. For clear imaging, it is preferable to put the bundle particle on a

non-gloss black colored surface.

Single thread fluorogenic immunoassay

We conducted a fluorogenic-reporter based immunoassay on single strands of threads and

confirmed positive reactions occurring selectively in subsets containing every reaction required

for the assay. The reactions required for the assay are (i) cross-linking of capture antibody, (ii)

antigen treatment, (iii) biotin-labelled polyclonal antibody treatment, and (iv) phycoerythrin

reporter binding. As shown in Figure S1 in the supplementary material,37 when the antibody-

antigen pair matched, the fluorescence signal was detected. By this experiment, we were also

able to exclude any potential false-positive immunoassay results caused by non-specific mole-

cule binding to the chemically modified thread surface.
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RESULTS

Fabrication of particle-like array platform

Figure 1(a) shows the concept and a schematic of our platform. One unique feature of this

platform is the process for structuring differently functionalized fibers, which involves binding

the functional threads together, cladding the thread bundle, and slicing the bundle into small

particles. This structuring process is adaptable to automation and allows high-throughput fabri-

cation of identical particle-like arrays without complex instrumentation. Micro-capillaries inside

a thread fragment not only provide the substrate for thread functionalization and the subsequent

biological reactions but they also hold solution containing biological materials within the

cavities, which enables the reaction to occur within a confined volume. Therefore, by handling

a single piece of thread composite in a conventional tube, we can perform multiplexed

bioassays with low reaction volume. The detection signals can also be observed by the naked

eye or using a simple camera.

Characterization of threads as immunoassay substrate

Individual thread strands can be functionalized by physical adsorption or chemically cross-

linking the proteins onto the surface of the cellulose microfibers that compose the strand.

Physical adsorption only requires simple soaking followed by complete drying to attach pro-

teins. Chemical immobilization links proteins onto the thread through the chemical modification

of the cellulose surface of the cotton thread. We compared both immobilization methods by

applying detection antibodies tagged with fluorogenic markers and compared their fluorescence

intensities. As shown in Figure 2(a), antibody immobilization through the chemical method pro-

duces a more stable and sensitive signal for thread-based immunoassays, and we chose this

method to functionalize substrates for the following demonstrations.

Next, we investigated the signal intensity variations on different parts of the functionalized

thread. The quality of individual particle-like arrays depended on the stability of the functionali-

zation of the thread strand because a sliced fragment of the strand becomes an immunoassay

FIG. 1. Conceptual schematic of a particle-like array platform. (a) A single slice is composed of functional fibers, coding

fibers, and cladding material. The entire fabrication process for this multiplexed assay platform includes preparing biologi-

cally modified fibers and manufacturing the platform by slicing the fiber composites. The multiplexed assay is performed in

a single tube, and the signal can be easily detected by the naked eye or using a camera. (b) and (c) The cladded fiber

composite is sliced to form a particle-like array for multiplexed bioassays. This fabrication strategy provides a simple way

to produce identical platforms in a high-throughput manner (scale bar: 1 cm).
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reaction spot on the particle-like array. The detection antibodies tagged with fluorogenic

markers were applied to a functionalized thread strand, and the test assay results, shown in

Figure 2(b), confirmed that the proteins were successfully immobilized both on the outer

surface of the thread and the inner mesh of micro-capillaries through a chemical cross-linking

process. This showed that the cross sections of these threads are appropriate sites for reading

out fluorescent immunoassay results. In effect, creating an array of these thread cross-sections

could be an easy and scalable method to create a cheap multiplexed assay, unless cross reaction

or off-target binding occurs.

Confirmation of resistance to antigen off-target binding

If antigens could bind with threads treated with mismatching capture antibodies or

randomly bind on threads without specificity, detectable fluorescent signals would appear

off-target. To investigate the possibility of antigen off-target binding in our bundle particle

assay platform, we conducted a fluorogenic reporter-based immunoassay on bundle particles.

We prepared assay particles made up of 6 different kinds of threads each cross-linked with one

of 6 capture antibodies; anti-IL-2, IL-4, IL-7, IL-10, IL-12, and IL-17 antibody. We then

performed fluorescent immunoassay on these assay particles by first mixing with one of the six

antigens (10 ng/ml in 1% BSA-PBS) and incubating for 2 h at 4 �C. The particles were then

washed to remove unbound antigens, mixed with polyclonal anti-antigen antibodies (biotinyl-

ated, 10 lg/ml in 1% BSA-PBS), and incubated for 1 h at 25 �C. After washing, fluorogenic

marker-linked streptavidin (5 lg/ml in 1% BSA-PBS) was applied to the particles for half an

hour at 25 �C, and the fluorescent signal was detected using a fluorescence microscope after a

harsh washing process. As shown in Figure S2 in the supplementary material,37 no recognizable

off-target fluorescence appeared in any set we tested. Additionally, we investigated off-

targeting in higher or lower antigen concentration. Assay particles targeting IL17 were prepared

and treated with IL17 at different concentrations during the immunoassay process. As expected,

only signals from on-target spots varied in an antigen concentration-dependent manner within a

3 dynamic range (0.1–100 ng/ml) of IL17 concentration (Fig. 3).

These results indicate that multiplexed immunoassay can be performed on this bundle parti-

cle platform without significant non-specific or off-target signalling. To describe the advantage

of this platform, whereas only one reaction per sample was available for conventional ELISA,

FIG. 2. Characteristics of threads used as immunoassay substrate. (a) Antibody-coated thread fragments are the immunoas-

say substrate. Comparisons between physical and chemical immobilization show that antibodies were more densely coated

on threads when using the chemical cross-linking method. This cross-linking increased the detection sensitivity of this plat-

form. Error bars indicate standard deviations. (b) Antibodies are stably and uniformly immobilized both on the outer sur-

face and inner micro-cavities (scale bar: 0.2 mm). (c) On this thread-based immunoassay substrate, both fluorescence and

colorimetric immunoassays can be conducted. The target thread fragment in the slice changes its color to blue due to the

enzymatic reaction.
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it now becomes possible to read-out multiple immunoassay results from each sample. This ena-

bles to quantify various analytes in a single test while decreasing total sample volume required.

Consumption of expensive reagents such as capture antibodies and detection antibodies can be

reduced proportionally to the number of multiplexing.

Singleplex colorimetric immunoassay

To explore the potential of this platform, we performed immunoassays for seven types of

interleukins: IL1b, IL2, IL4, IL6, IL7, IL10, and IL17. These interleukins play several roles in

the human body, such as hormonal regulation or molecular signaling. The fiber bundle slice

was designed to contain one control fiber and seven protein-immobilized fibers paired with

corresponding color-coding fibers, as shown in Figure 4(a). The fabrication process was very

convenient: ordered pairs of capture antibody-immobilized threads and color coding threads

were placed on the surface of scotch tape and covered with another layer of scotch tape. We

rolled the strip of bio-functional threads and cut it into thin thread composite slices with an

average thickness of less than 1 mm. The diameter of a slice was approximately 3 mm, depend-

ing on the number of fibers in the composite.

On this particle-like array platform, we performed fluorescent immunoassays. A single slice

was put into a 1.5 ml tube and the antigen-containing solution, which was diluted to 10 ng/ml in

1% BSA-PBS, was applied to the slice for 2 h at 4 �C. The slices were washed to remove

unbound antigens. The enzyme-linked secondary antibodies (10 lg/ml in 1% BSA-PBS) that

bind to the specific antigen were added to the thread for 1 h at 25 �C, and unbound antibodies

were washed out. For the fluorescent immunoassay, fluorogenic marker-linked protein (5 lg/ml

in 1% BSA-PBS) was applied to the thread for half an hour at 25 �C, and the fluorescent signal

was detected using a fluorescence microscope after a harsh washing process.

For the colorimetric immunoassay, the procedure starting from raw cotton thread preparation

up to capture antibody treatment was the same as fluorogenic reporter-based immunoassay. The

difference starts from the bundling process of these threads where color-coded threads were

assigned for each cross-linked thread. For this, one color thread was attached adjacent to each

cross-linked thread. Therefore, the assay type for each thread can be intuitively decoded. After

slicing the resulting bundles into particles, alkaline phosphatase-conjugated protein (5 lg/ml

FIG. 3. The fluorescence signal intensity according to the applied IL17 antigen concentration. (a) From left to right, images

correspond to IL17 concentration of 0.1 ng/ml, 0.5 ng/ml, 1 ng/ml, 10 ng/ml, and 100 ng/ml. Sections indicated with orange

edges are IL17 on-target sites and blue edges indicate non-target control sites. The exposure time was 0.5 s. (b) Plot of the

quantified fluorescence signal from the target threads (orange) and non-target threads (blue).
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in 1% BSA-PBS) was applied to the particles for half an hour at 25 �C and then washed out.

Then, the substrate of ALP was added and was enzymatically converted into a colored molecule.

The colorimetric signal was detectable by the naked eye or by using a camera. The entire colori-

metric assay process took approximately 3.5 h for a single procedure. The total reagent volume

consumed for a single 7-plex immunoassay was 200 ll including diluted antigen, secondary anti-

body, and alkaline phosphatase conjugate solution. Next, we applied the substrate solution,

which was enzymatically converted into a blue color and, after a few minutes, detected the color

change of the fiber fragments in the slice by the naked eye or using a cell phone camera.

For this final enzymatic detection process, we analyzed the time profile of color signal intensity

(Fig. 5). The color signal saturated after 8 min of enzyme reaction and was selected as our opti-

mum reaction time. Reaction time much longer than this led to diffusion of the blue color into

the entire solution and cross-contamination.

Enzyme based colorimetric immunoassay tests rely on the interaction between the immobi-

lized enzymes and the free-floating substrates. In conventional ELISA, substrates that have

changed their morphology diffuse through the chamber, intensifying the overall color of the

liquid. As a consequence, the enzyme products are significantly diluted and each reaction

requires unnecessarily large volume of substrate and enzyme reaction time to produce a visually

discernable color signal. In comparison, each thread fragment in this platform is composed of a

dense and intertwined network of cellulose micro-capillaries which hinders the diffusion of the

morphologically altered substrates out of the threads into the buffer. This significantly increased

sensitivity and reduced enzyme reaction time. Additionally, we assume that wrapping thread

fragments in impermeable scotch tape and taking a slice prevents substrate permeation into

adjacent fragments. As a result, we were able to collocate multiple ELISA reactions on a single

particle without significant cross-contamination.

FIG. 4. Singleplexed immunoassay. (a) A pre-defined particle-like array comprising eight types of fibers with adjoining

coding fibers. Seven of them are coated with a specific antibody, and the remaining one is a control (BSA coated). The tar-

get cytokine can be easily identified by the color code next to the signal. Red, orange, yellow, green, blue, brown, violet,

and black threads represent IL1b, IL2, IL5, IL7, IL10, IL12, IL17, and BSA coated fragments, respectively. Scale bar is

1 mm. (b) The target thread fragment (indicated by yellow circle) turns blue after the assay procedure which was discern-

able compared to the color change of the control thread fragment (black color code). (c) The relative color intensity of the

target thread fragment compared to the BSA coated control thread fragment (N¼ 7). Blue bars: treated with 10 ng/ml of

target cytokine. Light-blue bars: treated with PBS (0.1% BSA). Average CV of the seven blue bars was 23.8%.
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As shown in Figure 6(a), simple quantitative assays were conducted to widen the utility of

our platform. We obtained the working range of our platform against three cytokines: IL1b,

IL10, and IL17. Although the overall signal intensity varied among different cytokines, the

working ranges were similar; approximately 100 pg/ml to 10 ng/ml. The decrease in signal

when antigen concentration was higher than 10 ng/ml may probably resulted from high dose

hook effect that can cause false-negative in immunoassay.

FIG. 5. The change of signal intensity after ALP substrate application. We applied the substrate solution that is converted

by enzyme into a blue color and detected the color change of the fiber fragments in the slice using cellphone camera

through a loupe. The target thread fragment in the slice changes its color to blue due to the enzyme reaction. The fiber com-

ponent in a slice is immobilized with IL10 antibody and 10 ng/ml of IL10 was applied to the sample. Blue dots represent

the binding signal and the sky-blue dots represent the control signal (N¼ 54).

FIG. 6. Multiplexed and quantitative immunoassays. (a) The signal intensities gradually increase with antigen concentra-

tions for three types of cytokines: IL1b, IL10, and IL17. The error bar is the standard error from five independent experi-

ments. (b) Singleplex, 3- and 7-plex immunoassays were performed on the particle-like microarrays. Target thread

fragments show clear color change after the assay procedure. (c) The overall tendency of signal intensity is maintained as

the multiplexing number of cytokines increases. Error bars are the standard error from three independent experiments.
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Multiplex colorimetric immunoassay

We then explored the potential of this platform for multiplexed assays by performing 3-

and 7-plex immunoassays (Fig. 6). For this, we utilized seven cytokine batches that were veri-

fied to have no cross-reactivity in the previous singleplex experiments. All antigens, 10 ng/ml

each, were mixed together and incubated with an assay particle containing the corresponding

anti-antigen threads. After the immunoassay procedures, the results of 3- and 7-plexed assays

were successfully decodable as shown in Figure 6(b). The graph shown in Figure 6(c) indicates

a discrepancy between the single, 3- and 7-plex assay results, which might be attributed to non-

specific binding and physical adsorption on the surface of the micro-capillaries in the thread

fragments; however, the signal intensities between the singleplexed and multiplexed assays are

not significantly different. Our current assay protocol takes up approximately 4 h, which is suit-

able for lab tests but yet impractical for point-of-care applications. We presume that incubation

times can be further reduced by optimizing the capture antibody crosslinking process and adopt-

ing a more hydrophilic bundling material.

CONCLUSION

In this paper, we introduced a new type of manufacturing process for the development of

particle-like arrays for a multiplexed bioassay platform using individually functionalized thread

strands. This process, which includes bundling and cutting of the functionalized thread sub-

strates, establishes a versatile and potentially high throughput method for the fabrication of

multiplexed bioassay platforms with controllable architectures and functionalities. Thread frag-

ments contain micro-capillary networks that provide volumetrically abundant sites for chemical

modification and antibody cross-linking. To demonstrate this, we modified the cellulose fibers

in pure cotton threads in order to chemically cross-link capture antibodies and showed that im-

munoassay signal intensity increased compared to simple antibody adsorption. The capillary

network in threads also hinders enzyme reaction products from diffusing out of the threads

into the buffer, thus concentrating the signal without cross-reaction. This critical aspect

enabled to increase the number of simultaneous immunoassay per sample in a scalable manner,

which was unavailable for conventional ELISA. As a demonstration, we chemically modified

the thread material as a substrate for bioassays, demonstrated singleplex colorimetric immuno-

assays with seven types of cytokines without any signs of erroneous cross-reaction, which was

also validated with highly sensitive fluorescence immunoassay. This high resistance against

off-target binding was ultimately proven by our 3,7-multiplexed immunoassay results.

We anticipate the number of multiplexing to easily increase by adding more threads or by

decreasing the dimension of each cotton thread compartment when the overall particle size is

concerned. We also determined the dynamic range for accurate measurement of biomolecule

concentrations, offering a simple and sensitive route for the precise determination of the pres-

ence of analyte. To apply this platform to serum and other body fluids, further optimization of

antibody crosslinking, incubating methods, and washing protocols will be made in the future.

We expect that this method will not only lead to the introduction of new manufacturing meth-

odologies for the development of low-cost multiplexing bioassay platforms but also give small

laboratories or institutions in developing countries the opportunity to have access to precise

molecular analysis.

ACKNOWLEDGMENTS

This research was supported by the Bio and Medical Technology Development Program

(2012M3A9B2030170), the Pioneer Research Center Program (NRF-2012-0009555), and the

Nano�Material Technology Development Program (2012M3A7A9671610) through the National

Research Foundation of Korea funded by the Ministry of Science, ICT and Future Planning. This

research was also supported by a grant of the Korea Health Technology R&D Project through the

Korea Health Industry Development Institute (KHIDI), funded by the Ministry of Health and

Welfare, Republic of Korea (HI3C2162).

044109-9 Kim et al. Biomicrofluidics 9, 044109 (2015)



1J. Tian, H. Gong, H. Sheng, X. Zhou, E. Gulari, X. Gao, and G. Church, Nature 432, 1050 (2004).
2D. Gresham, D. M. Ruderfer, S. C. Pratt, J. Schacherer, M. J. Dunham, D. Botstein, and L. Kruglyak, Science 311, 1932
(2006).

3D. S. Wilson and S. Nock, Angew. Chem. Int. Ed. 42, 494 (2003).
4M. Hartmann, J. Roeraade, D. Stoll, M. F. Templin, and T. O. Joos, Anal. Bioanal. Chem. 393, 1407 (2009).
5X. Yu, N. Schneiderhan-Marra, and T. O. Joos, Clin. Chem. 56, 376 (2010).
6E. Kopf and D. Zharhary, Int. J. Biochem. Cell Bio. 39, 1305 (2007).
7O. Poetz, J. M. Schwenk, S. Kramer, D. Stoll, M. F. Templin, and T. O. Joos, Mech. Ageing Dev. 126, 161 (2005).
8B. B. Haab, Mol. Cell. Proteomics 4, 377 (2005).
9G. MacBeath, Nat. Genet. 32, 526 (2002).

10X. Yu, M. Hartmann, Q. Wang, O. Poetz, N. Schneiderhan-Marra, D. Stoll, C. Kazmaier, and T. O. Joos, PLoS One 5,
e13125 (2010).

11R. Wilson, A. R. Cossins, and D. G. Spiller, Angew. Chem. Int. Ed. 45, 6104 (2006).
12H. Lee, J. Kim, H. Kim, J. Kim, and S. Kwon, Nat. Mater. 9, 745 (2010).
13S. E. Chung, J. Kim, D. Y. Oh, Y. Song, S. H. Lee, S. Min, and S. Kwon, Nat. Commun. 5, 3468 (2014).
14S. W. Birtwell and H. Morgan, Integr. Biol. 1, 345 (2009).
15S. Bhaskar, J. Hitt, S.-W. L. Chang, and J. Lahann, Angew. Chem. Int. Ed. 48, 4589 (2009).
16R. L. Srinivas, S. D. Johnson, and P. S. Doyle, Anal. Chem. 85, 12099 (2013).
17D. C. Pregibon, M. Toner, and P. S. Doyle, Science 315, 1393 (2007).
18J. D. Hoheishl, Nat. Rev. Genet. 7, 200 (2006).
19D. Gresham, M. J. Dunham, and D. Botstein, Nat. Rev. Genet. 9, 291 (2008).
20L. Wang and P. C. H. Li, Anal. Chim. Acta 687, 12 (2011).
21R. B. Stoughton, Annu. Rev. Biochem. 74, 53 (2005).
22M. J. Heller, Annu. Rev. Biomed. Eng. 4, 129 (2002).
23M. D. Cristina, L. Nunziangeli, M. A. Giubilei, B. Cappuccini, L. d’Episcopo, G. Mazzoleni, F. Baldracchini, R.

Spaccapelo, and A. Crisanti, Nat. Protoc. 5, 1932 (2010).
24D. C. Appleyard, S. C. Chapin, R. L. Srinivas, and P. S. Doyle, Nat. Protoc. 6, 1761 (2011).
25C. M. Cheng, A. W. Martinez, J. Gong, C. R. Mace, S. T. Phillips, E. Carrilho, K. A. Mirica, and G. M. Whitesides,

Angew. Chem. Int. Ed. 122, 4881 (2010).
26A. Nilghaz, D. H. B. Wicaksono, D. Gustiono, F. A. A. Majid, E. Supriyantob, and M. R. A. Kadira, Lab Chip 12, 209

(2012).
27M. Reches, K. A. Mirica, R. Dasgupta, M. D. Dickey, M. J. Butte, and G. M. Whitesides, ACS Appl. Mater. Interfaces 2,

1722 (2010).
28A. Nilghaz, D. R. Ballerini, and W. Shen, Biomicrofluidics 7, 051501 (2013).
29X. Li, J. Tian, and W. Shen, ACS Appl. Mater. Interfaces 2, 1 (2010).
30S. Xing, J. Jiang, and T. Pan, Lab Chip 13, 1937 (2013).
31P. Bhandari, T. Narahari, and D. Dendukuri, Lab Chip 11, 2493 (2011).
32X. Mao, T.-E. Du, Y. Wang, and L. Meng, Biosens. Bioelectron. 65, 390 (2015).
33G. Zhou, X. Mao, and D. D. Juncker, Anal. Chem. 84, 7736 (2012).
34S.-C. Lin, M.-Y. Hsu, C.-M. Kuan, H.-K. Wang, C.-L. Chang, F.-G. Tseng, and C.-M. Cheng, Sci. Rep. 4, 6976 (2014).
35X. Mu, L. Zhang, S. Chang, W. Cui, and Z. Zheng, Anal. Chem. 86, 5338 (2014).
36R. C. Murdock, L. Shen, D. K. Griffin, N. Kelley-Loughnane, I. Papautsky, and J. A. Hagen, Anal. Chem. 85, 11634

(2013).
37See supplementary material at http://dx.doi.org/10.1063/1.4927590 for supporting experiment results and details about

fiber composite fabrication methodology.

044109-10 Kim et al. Biomicrofluidics 9, 044109 (2015)

http://dx.doi.org/10.1038/nature03151
http://dx.doi.org/10.1126/science.1123726
http://dx.doi.org/10.1002/anie.200390150
http://dx.doi.org/10.1007/s00216-008-2379-z
http://dx.doi.org/10.1373/clinchem.2009.137158
http://dx.doi.org/10.1016/j.biocel.2007.04.029
http://dx.doi.org/10.1016/j.mad.2004.09.030
http://dx.doi.org/10.1074/mcp.M500010-MCP200
http://dx.doi.org/10.1038/ng1037
http://dx.doi.org/10.1371/journal.pone.0013125
http://dx.doi.org/10.1002/anie.200600288
http://dx.doi.org/10.1038/nmat2815
http://dx.doi.org/10.1038/ncomms4468
http://dx.doi.org/10.1039/b905502a
http://dx.doi.org/10.1002/anie.200806241
http://dx.doi.org/10.1021/ac403201p
http://dx.doi.org/10.1126/science.1134929
http://dx.doi.org/10.1038/nrg1809
http://dx.doi.org/10.1038/nrg2335
http://dx.doi.org/10.1016/j.aca.2010.11.056
http://dx.doi.org/10.1146/annurev.biochem.74.082803.133212
http://dx.doi.org/10.1146/annurev.bioeng.4.020702.153438
http://dx.doi.org/10.1038/nprot.2010.161
http://dx.doi.org/10.1038/nprot.2011.400
http://dx.doi.org/10.1002/ange.201001005
http://dx.doi.org/10.1039/C1LC20764D
http://dx.doi.org/10.1021/am1002266
http://dx.doi.org/10.1063/1.4820413
http://dx.doi.org/10.1021/am9006148
http://dx.doi.org/10.1039/c3lc41255e
http://dx.doi.org/10.1039/c1lc20373h
http://dx.doi.org/10.1016/j.bios.2014.10.053
http://dx.doi.org/10.1021/ac301082d
http://dx.doi.org/10.1038/srep06976
http://dx.doi.org/10.1021/ac500247f
http://dx.doi.org/10.1021/ac403040a
http://dx.doi.org/10.1063/1.4927590

	s1
	l
	n1
	n2
	s2
	s3
	f1
	f2
	f3
	f4
	f5
	f6
	s4
	c1
	c2
	c3
	c4
	c5
	c6
	c7
	c8
	c9
	c10
	c11
	c12
	c13
	c14
	c15
	c16
	c17
	c18
	c19
	c20
	c21
	c22
	c23
	c24
	c25
	c26
	c27
	c28
	c29
	c30
	c31
	c32
	c33
	c34
	c35
	c36
	c37

